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Augmented Reality Microscope (ARM). The ARM overlays AI-based information onto the current view of the sample through the optical pathway in real-time, enabling seamless integration of AI into the regular microscopy workflow. We demonstrate the utility of ARM in the detection of lymph node metastases in breast cancer and the identification of prostate cancer with a latency that supports real-time workflows. We anticipate that ARM will remove barriers towards the use of AI in microscopic analysis and thus improve the accuracy and efficiency of cancer diagnosis. This approach is applicable to other microscopy tasks and AI algorithms in the life sciences 10 and beyond 11, 12 .
Microscopic examination of samples is the gold standard for the diagnosis of cancer, autoimmune diseases, infectious diseases, and more. In cancer, the microscopic examination of stained tissue sections is critical for diagnosing and staging the patient's tumor, which informs treatment decisions and prognosis. In cancer, microscopy analysis faces three major challenges. As a form of image interpretation, these examinations are inherently subjective, exhibiting considerable inter-observer and intra-observer variability 2, 3 . Moreover, clinical guidelines 1 and studies 13 have begun to require quantitative assessments as part of the effort towards better patient risk stratification 1 . For example, breast cancer staging requires counting mitotic cells and quantification of the tumor burden in lymph nodes by measuring the largest tumor focus. However, despite being helpful in treatment planning, quantification is laborious and error-prone. Lastly, access to disease experts can be limited in both developed and developing countries 4 , exacerbating the problem.
As a potential solution, recent advances in AI, specifically deep learning 14 , have demonstrated automated medical image analysis with performance comparable to human experts 2, 5, 6, 15, 16 . Research has also shown the potential to improve diagnostic accuracy, quantitation and efficiency by applying deep learning algorithms to digitized whole-slide pathology images for cancer classification and detection [5] [6] [7] . However, the integration of these advances to cancer diagnosis is not straightforward because of two primary challenges: image digitization and the technical skills required to utilize deep learning algorithms. First, most microscopic examinations are performed using analog microscopes, and a digitized workflow requires significant infrastructure investments . Second, because of differences in hardware, firmware, and software, the use of AI algorithms developed by others is challenging to use even for experts. As such, actual utilization of AI in microscopy frequently remains inaccessible.
Here, we propos e a cost-effective solution to these barriers to entry of AI in microscopic analysis: an augmented optical light microscope that enables real-time integration of AI. We define "real-time integration" as adding the capability of AI assistance without slowing down specimen review or modifying the stan dard workflow. We propose to superimpose the predictions of the AI algorithm on the view of the sample that the user sees through the eyepiece. B ecause augmenting additional information over the original view is termed augmented reality, we term this microscope the Augmented Reality Microscope (ARM) . Although we apply this technology to cancer diagnosis in this paper, the ARM is application-agnostic and can be utilized in other microscopy applications.
Aligned with ARM's goal to serve as a viable platform for AI assistance in microscopy applications, the ARM system satisfies three major design requirements: spatial registration of the augmented information , system response time, and robustness of the deep learning algorithms. First, AI predictions such as tumor or cell locations need to be precisely aligned with the specimen in the observer's field of view (FOV) to retain the correct spatial context. Importantly, this alignment must be insensitive to small changes in the user's eye position relative to the eyepiece (parallax-free) to account for user movements. Second, although the latest deep learning algorithms often require billions of mathematical operations 17 , these algorithms have to be applied in real-time to avoid unnatural latency in the workflow. This is especially critical in applications such as cancer diagnosis, where the pathologist is constantly and rapidly panning around the image. Finally, many deep learning algorithms for microscope images were developed using other digitization methods, such as whole-slide scanners in histopathology [5] [6] [7] . We demonstrate that two deep learning algorithms for cancer detection and diagnosis respectively remain accurate when transferred to the ARM. These three core capabilities enable the seamless integration of AI into a traditional microscopy workflow.
We designed and developed the ARM system with three major components: an augmented microscope ( Figure 1 ); a computer with a software pipeline for acquiring the microscope images, running the deep learning algorithms, and displaying results in the microscope in real-time; and a set of trained deep learning algorithms. In this prototype, from an opto-mechanical perspective, the ARM includes a brightfield microscope (Nikon Eclipse Ni-U) augmented with two custom modules ( Figure 1 ). The first module is a camera that captures high resolution images of the current FOV. Relay optics were selected and positioned to ensure that the sample was in focus at both the microscope eyepiece and the camera. The second module is a microdisplay that superimposes digital information into the original optical path.
Parallax-free performance required alignment of the microdisplay to the virtual sample plane within 1 mm. From a computer hardware and software perspective, the ARM includes a computer with a high-speed image grabber (BitFlow CYT) and an accelerated compute unit (NVidia Titan Xp GPU). The ARM system leverages custom software pipelining to maximize utilization of different hardware components for different tasks and to improve responsiveness (Figure 2a) . Including the computer, the overall cost of the ARM system is at least an order of magnitude lower than conventional whole-slide scanners, without incurring the workflow changes and delays associated with digitization. Furthermore, due to the modular design of the system, it can be easily retrofitted to most microscopes.
Lastly, the application of the deep learning algorithm comprises two phases: training and inference (Extended Data Figure 3 ). The training phase involves training an algorithm using a large dataset, while the inference phase involves processing an image with the trained deep learning algorithm. Because the microscope FOV (5120×5120 pixels) is larger than the typical image size used to train deep learning algorithms (smaller than 1000×1000 pixels), exhaustive sliding-window inference is generally required to process the entire FOV. To accelerate inference, we applied the concept of fully-convolutional networks (FCN) 18 to the deep learning architecture InceptionV3 19 , which we call InceptionV3-FCN (see Methods).
Relative to the original architecture, this modification eliminates 75% of the computation while remaining artifact-free ( Figure 2b , Extended Data Figure 4 ), and can be applied to other architectures by following a few design principles in addition to the standard FCN conversion. The combination of pipelining and FCN improved the latency of the ARM system from 2126 ms to 296 ms and frame rate from 0.94 frames per second (fps) to 6.84 fps ( Figure 2c ). In our experience, this enables the real-time updating of the augmented information to support a rapid workflow. Furthermore, improvements in compute accelerators will naturally lead to further reductions in latency and increase in frame rate over time.
To investigate the potential of ARM as a platform, we developed and tested deep learning algorithms for two clinical tasks: the detection of metastatic breast cancer in lymph nodes and the identification of prostate cancer in prostate specimens. These tasks affect breast cancer and prostate cancer staging respectively, and thus inform therapy decisions. Figure 3a shows several sample FOVs through the ARM for these tasks.
Next, we verified that these algorithms were robust against differences in image quality and color balance. Specifically, the algorithms were developed using images from a different modality, whole-slide scanners, and applied to images captured in the microscope. We sampled FOVs from lymph node and prostate specimens, blinded to the output of the deep learning algorithms. In total, we selected 1000 FOVs from 50 lymph node slides and 1360 FOVs from 34 prostate slides, using the 10X and 20X objectives (Extended Data Table 1 ). These "medium power" objectives were selected because they are commonly used to search for regions of interest that can be examined in greater detail at higher magnifications. We have presented a novel augmented microscope with real-time AI capabilities to bridge the gap between AI algorithms and t he traditional microscopy workflow. As a proof of concept, we have developed and evaluated deep learning algorithms for two applications: the detection of metastatic breast cancer in lymph nodes and the identification of prostate cancer. Further studies will be required to evaluate the impact of using the ARM in actual clinical workflows and with other microscope models. Because the ARM system is designed to align with the regular microscopy workflow, it will be not be appropriate for all tasks. For example, whole-slide digitization may be more efficient for exhaustive AI-based interpretation of the whole specimen.
However, the ARM system can be used for a range of other applications, whether based on AI algorithms and or solely utilizing the augmented reality capabilities. Other clinical applications that can benefit from the ARM include stain quantification 20 , size measurements 21 , infectious disease detection (e.g. malaria 22 or tuberculosis 23 ), and cell or mitosis counting 24 ( Figure 4 ). Beyond the life science, the ARM can potentially be applied to other microscopy applications such as material characterization in metallurgy 12 and defect detection in electronics manufacturing. In metallurgy, the ARM can improve metallurgical analysis by characterizing the material's microstructure 12 and aid the identification of failure-prone patterns. In electronics manufacturing, an integrated circuit that is defective based on tests is decapped to reveal the die, and examined under a brightfield microscope. In this scenario, the ARM can be used to quickly identify the flaw, such as defective interconnections. To conclude, we anticipate that the ARM will enable the seamless integration of AI into the microscopy workflow and improve the efficiency and consistency of the microscopic examination of cancers and beyond. 6 . b, Receiver operating characteristic (ROC) curves to evaluate the accuracy of lymph node metastases detection and prostate cancer detection. For each field of view (FOV), the output from the algorithm is a heatmap depicting the likelihood of cancer at each pixel location. The FOV likelihood is calculated by taking the maximum likelihood across all pixels. The FOV prediction is positive if the FOV likelihood is greater than or equal to a chosen threshold, and negative otherwise. By varying the threshold between 0 and 1, we generate the ROC curve for the true positive rate against the false positive rate. The AUC is defined as the area under the ROC curve. We report the corresponding performance metrics for high accuracy, precision, and recall in Extended Data Table 2 . 
Methods
Opto-Mechanical Design. The schematic of the optic design is shown in Extended Data Figure 1 . Component design and selection were driven by final performance requirements. The camera and display devices were chosen for effective cell and gland level feature representation. The camera (Adimec S25A80) included a 5120×5120 pixel color sensor with high sensitivity and global shutter capable of capturing images at up to 80 frames/sec. Camera images were captured by an industrial frame-grabber board (Cyton CXP-4) with PCI-E interface to the computer. The microdisplay (eMagin SXGA096, 1292×1036 pixels) was mounted on the side of the microscope and imaged with an achromatic condenser (Nikon MBL71305) at a location tuned to minimize parallax and ensure that the specimen and the display image were simultaneously in focus. The microdisplay includes an HDMI interface for receiving images from the computer. Due to the limited brightness of this display, the second beam splitter (BS2) was chosen to transmit 90% of the light from the display and 10% from the sample, which resulted in good contrast between PI and SI when operating the microscope light source at approximately half of its maximum intensity. The opto-mechanical design used here can be easily retrofitted into most standard bright field microscopes.
Software and Hardware System. The application driving the entire system runs on a standard off-the-shelf computer with a BitFlow frame grabber connected to a camera for live image capture and an NVidia Titan Xp GPU for running deep learning algorithms. The process from frame grabbing to the final display is shown in Figure 2 . To improve responsiveness, the system is implemented as a highly optimized, pipelined, multi-threaded process, resulting in low overall latency. The software is written in C++ and TensorFlow 28 .
The primary pipeline consists of a set of threads that continuously grab an image frame from the camera, debayer it (i.e. convert the raw sensor output into an RGB color image), prepare the data, run the deep learning algorithm, process the results, and finally display the output. Other preprocessing steps such as flat-field correction and white balancing can be done in this thread as well for cameras which cannot do them directly on-chip. To reduce the overall latency, these steps run in parallel for a sequence of successive frames, i.e. the display of frame 'N', generation of heatmap of frame 'N+1', and running algorithm on frame 'N+2' all happen in parallel ( Figure 2 ).
In addition to this primary pipeline, the system also runs a background control thread. One purpose of this thread is to determine whether the camera image is sufficiently in focus to yield accurate deep learning algorithm results. The system uses a convolutional neural network based out-of-focus detection algorithm to assess focus quality. A second purpose of this thread is to determine the currently used microscope objective, so that the deep learning algorithms tuned for the respective magnification is used. An automated detection of the current microscope objective was implemented, without the need to manually specify the magnification. Additionally, settings for white balance and exposure time on the camera can be set to optimal profiles for the respective lens.
Out-of-focus Detection.
We developed an out-of-focus (OOF) detection algorithm using the proposed InceptionV3-FCN. The network was trained on 216,000 image patches randomly chosen from tissue regions of 27,000 whole slide images digitized with an Aperio AT2 (pixel size 0.252×0.252 μm). Each patch was labelled by three independent non-pathologist human raters to be either in-focus or OOF.
Datasets for Deep Learning Algorithm Development. For breast cancer metastases detection, we obtained training data from the Cancer Metastases in Lymph Nodes (Camelyon) 2016 challenge data set 6 .
This data set comprises 215 whole slide images from slides digitized by one of two whole-slide scanners: a 3DHISTECH Pannoramic 250 Flash II (pixel size 0.243×0.243μm) or a Hamamatsu XR C12000 (pixel size 0.226×0.226μm). The dataset contains pixel-level ground truth diagnoses of tumor and benign. For prostate cancer identification, we obtained 75 radical prostatectomy slides from The Cancer Genome Atlas (TCGA) 29 and another 376 radical prostatectomy slides from another source. The slides were digitized with an Aperio AT2 scanner (pixel size 0.252×0.252μm). These whole slide images were annotated by pathologists by outlining regions as benign, Gleason pattern 3, Gleason pattern 4 or Gleason pattern 5.
Datasets for Deep Learning Algorithm Evaluation.
To evaluate the deep learning algorithm performance, we obtained fields of view (FOVs) from 50 slides for lymph node and 34 slides for prostate from two independent sources as testing data (Extended Data Table 1 ). Each slide came from a different patient case. In total, we collected 1000 FOVs for lymph node slides and 1360 FOVs for prostate slides.
For the lymph node slides, we selected FOVs to represent several categories of benign tissue: capsule and subcapsular sinus, medullary sinuses, adipose tissue, lymphocytes, follicles, broken edges of tissue, and regions with artifacts. The reference standard labels for these slides were established by reviews from two pathologists and adjudication by a third, using pan-cytokeratin (AE1/AE3) immunohistochemistry staining for reference. We collected FOVs from 10 locations, including a maximum of 5 tumor-containing locations where available. For each location, we collected 2 FOVs, using the 20X and 10X objectives respectively.
For the prostate slides, we selected FOVs to represent a diversity of histopathological processes ranging from benign, to inflammation (including prostatitis), to premalignant to various tumor histological Gleason patterns (3, 4, and 5). The reference standard labels for these slides were established by reviews from three pathologists, using PIN4 immunohistochemistry staining where available. Similar to the lymph node dataset, we collected 20 locations (40 FOVs) per slide, including a maximum of 10 tumor-containing locations (20 FOVs) where available.
Color Variability in the Datasets. The color distributions of stained tissue slides can vary widely because of variability in factors such as tissue processing, staining protocol, and image capturing device.
To quantify the degree of variability in the test set, we plotted quantitative measures of the color (hue, saturation, and a measure of brightness) for all training slides from whole-slide scanners and test images from the ARM microscope. The color distribution exhibited marginal overlap in the lymph node training and test datasets, and minimal overlap in the prostate training and test datasets (Extended Data Figure 7 and Extended Data Figure 8 ).
Deep Learning Algorithm Design.

Constraints of large image size:
The deep learning component of the ARM system aims to convey the algorithm interpretation of the current field of view (FOV), which is 5120x5120 pixels in this prototype. This size depends on the camera's sensor, and high resolutions yield crisper images. However, this large image size presents a computational challenge for the latest deep learning algorithms, which contain millions of parameters and require billions of floating point operations even for images of size 300 pixels. Because the number of mathematical operations typically scale (approximately) proportionately with the number of input pixels, increasing the input image width and height by a factor of 10 increases the compute requirements by a factor of 100. Thus, developing deep learning algorithms to directly deal with images of such size is currently intractable. Together with our goal of presenting the ARM system as a platform that can utilize other deep learning algorithms, we decided on an alternative, the patch-based approach.
Limitations of standard patch-based approach:
The patch-based approach crops the input image into smaller patches for training and applies the algorithm in a sliding window across these patches for inference. In histopathology, the interpretation of a region of interest (ROI) generally involves looking at areas of the image near the ROI for additional context; this holds true for both human experts and deep learning algorithms. Because of this requirement, application of the deep learning algorithm for a center ROI of size x generally involves feeding as input a patch of size greater than x ; and patch-based inference involves re-processing the overlapping "context" regions for nearby patches (Extended Data Figure 2) . Thus, the standard patch-based approach, although feasible at training (smaller patch size), results in poor computational efficiency at inference (from repeated computations).
Limitations of patch-based approach in fully convolutional mode:
A solution to improving computational efficiency during inference is the concept of Fully Convolutional Networks (FCN), which modifies a deep learning algorithm (more generally, an artificial neural network) to utilize only operations that are invariant to the input image size, such as convolutions and pooling. In this manner, a network designed to train with input of size 300 produces valid output even with larger input size, such as 5000 at inference. However, valid output does not imply consistent output (Extended Data Figure 2 ), defined as achieving the same overall output grid of predictions whether the network was used in FCN mode (5000 at inference) or not (300 at inference, applied with a sliding window to form the grid of outputs). In our example figure, naively applying the FCN results in grid-like artifacts that are not present when not leveraging the FCN. This artifact is caused by the popular 'same' padding option for convolutions, which preserves the input and output sizes to that operation by padding the input with an appropriate number of zeros at the border. These zeros do not cause issues when the training and inference patch sizes are the same, but application of the trained network in an FCN mode replaces the additional zeros with additional "context" from the image (Extended Data Figure 2 ). This mismatch in training and inference causes the grid-like artifacts.
Proposed solution:
To solve this padding issue with FCNs applied to networks with 'same' padding convolutions, our proposed modification changes these paddings to 'valid' (no zero-padding) at training time, allowing an artifact-free FCN modification. As an additional contribution, we show that this is possible even with networks that branch into multiple pathways and merge using a channel-wise concatenation. Where each branch originally used valid padding to maintain the same spatial size for the concatenation, we modified this to crop the branches appropriately to the output size of the smallest branch (Extended Data Figure 2 ). This detail is important for the latest networks, many of which contain these branches 19 .
Other applications of the proposed approach: Finally, we note that although we have presented this modified FCN approach as motivated by the image size of 5000x5000 pixels, the same concept applies (at a larger scale) for whole-slide scanner images, which are approximately 100,000x100,000 pixels. Usage of our approach can significantly speed up the application of deep learning algorithms to such large images.
Deep Learning Algorithm Patch-based Training. The deep learning image analysis workflow includes two phases: algorithm development and algorithm application, as illustrated in Extended Data Figure 2 . For algorithm development, we trained the neural networks on digitized pathology slides with patches of size 911×911 pixels at each of magnifications (4X, 10X, 20X, 40X for lymph node and 4X, 10X, 20X for prostate), and the corresponding labels indicating the diagnosis, e.g. tumor/benign or Gleason grades. By changing the weights of the neural network to reduce the difference between the predicted results and the corresponding labels, the neural network learned to recognize patterns and distinguish between images with different labels. During neural network training, we also scaled the input (scanner) images by the appropriate factor to match the pixel resolution from the scanner images (~0.25μm/pixel) to the pixel resolution from the microscope camera (~0.11μm/pixel). The alternative of scaling the ARM image pixels in real time was rejected to minimize computation at inference in the ARM system. For algorithm application, the neural network was fed images of size 5120×5120 pixels captured from the microscope camera. The output from the network is a heatmap depicting the likelihood of cancer at each pixel location. The heatmap can be displayed directly using a colormap, or thresholded to get an outline that is then displayed as an overlay on the sample. ARM users favored these outlines over heatmaps to avoid occluding the view of the underlying sample. The ARM system is capable of displaying either visualization mode, and has the ability to quickly switch the augmented display off to examine the sample without deep learning assistance.
Deep Learning Algorithm Evaluation. We evaluate the algorithm performance for tumor detection within the field of view (FOV) with the following metrics: receiver operating characteristic (ROC) curves (the true positive rate against the false positive rate), area under the ROC curve (AUC), accuracy, precision, and recall (TP: true positive; TN: true negative; FP: false positive; FN: false negative):
